[A mini circular external fixator--Kosevo type].
In this experiment we showed factors of interest for compression's grade after experimental examination. We used mini circular external fixator type Kosevo and showed it's employment. The conclusion that the compression's grade was 30 kp/cm2 and depend of bone's thickness. At the end you can see clinical and medical economic effects of using thus fixator.